INTRODUCTION
The completely programmed bracket system, created by Andrews 1 (1989) , was designed with the objective of using arches without bends. However, in spite of incorporating ideal torque characteristics in the structure of such brackets, in some cases it is necessary to apply additional or individual torques on some teeth. This would occur due to several factors 10, 27 : mechanical side-effects 25 , morphological differences in the buccal faces of teeth 4, 6, 9, 21, 22, 26 , changes in the position of the brackets 2, 16, 22, 29 , different methods of bracket manufacturing 12, 30 and orthodontic wires 24 , the play between the wire and the bracket slot 3, 4, 7, 16, 24, 25 , variations in the bracket designs 8 , properties of the materials constituting the brackets 7, 8, 11, 13, 23 and wires 24 and differences between the value of the torque informed by the manufacturer and the real value of the torque of the brackets 10 . The MBT system created by McLaughlin, Bennett and Trevisi 17,18 (1989;2002) modified the torque on the brackets of incisors, molars and mandibular premolars, so that the clinical goals could be attained with the minimum insertion of bends in the wires, considering the play between the wire and the bracket slot. As regards the canines, brackets with three torque options were made available to professionals. For the maxillary canines, there are two types of brackets, which provide three types of torque: -7º, 0º e +7º and for the mandibular canines, also two types of brackets, providing three options of torque: -6º, 0º and +6º.
The aim of this study was to verify the torque precision of MBT brackets using the canine brackets as the representative sample of six commercial Are torque values of preadjusted brackets precise?
brands. The canine brackets were selected due to the importance of the appropriate positioning of those teeth at the end of the orthodontic treatment 28 .
MATERIAL AND METhODS
A sampl e of 240 metal brackets w i th 0.022"x0.028" slot of MBT prescription was selected (120 maxillary canine brackets with -7º of torque, and 120 mandibular canine brackets with -6º of torque The brackets were placed on acrylic plates that served as templates. Holes were made in these plates (7 mm in diameter by 4 mm deep) and lines were also demarcated to guide positioning of the brackets. To fix the brackets, the holes were filled with starch based modeling clay so that half of the bracket, in profile, would be inserted while the other half would be exposed for the assessment ( Figure 1 ).
After insertion, the brackets were adjusted with a segment of 0.019"x0.025" stainless steel wire. This adjustment allowed the proximal profile of the bracket to be parallel to the template base and perpendicular to the optic visor of the microscope. A microscope (Jenalumar; Carl Zeiss, Jena, Thuringia, Germany) was used, coupled to a computer with a Charge Coupled Device (CCD) camera (KP-M1; Hitachi Denshi, Tokyo, Honshū, Japan) and image acquisition board (DT 55 fram grabber; Data Translation, Prague, Czech Republic). The images obtained by the microscope were analyzed in the Global Lab Image software (Data Translation) by a laboratorial technician instructed by the authors. When it was not possible to visualize the images adequately, they were submitted to one of the software filters.
The torque was measured in the images by means of demarcating reference points and lines. Two points were demarcated at the base of the brackets (Figure 2 ): point B1 (cervical extremity of the bracket base) and point B2 (occlusal extremity). Two points were also demarcated on the slots, at the vertex of the angle between the slot floor and the internal face of the wings, denominated C1 and C2 (Figure 3) . If the vertex in question was not clear, due to poor finish of the slot, this point would be defined at the intersection of the angle formed between the line tangential to the internal face of the wing and the line tangential to the floor of the slot. Thus, the two base points defined Line B. The floor of the bracket slot, region that receives the orthodontic wire, and therefore, defines the vestibular-lingual inclination (torque) of the teeth in the pre-adjusted techniques, was defined by Line C. The real torque was then defined by the angle formed between the bracket base (Line B) and the bracket slot floor (Line C). The measurements were performed in the same software used to obtain the images, with a precision of 0.01 degree.
The 
RESULTS

Method error
The results showed no significant systematic error between measurements (Tables 1 and 2 ). The casual error was less than 1º.
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Comparison between torque values and established values of MBT brackets
The Morelli brand presented statistically significant differences in comparison to the prescription for the maxillary canine brackets (Table 3) . For the mandibular canines, American Orthodontics and Ortho Organizers brackets presented statistically significant differences in comparison to the prescription (Table 4) .
Intergroup comparison
There was a significant difference between Morelli brand and all other brands of the maxillary canine brackets (Table 3 ). There was no significant difference between the brands for the measurements of mandibular canine brackets (Table 4) .
DISCUSSION
The preadjusted appliance was a great development in orthodontic mechanics. However, preadjustment of brackets to provide torque would be influenced by many factors and among them would be the precision of manufacture by the industry 10, 12, 30 .
The real value of the torque of the brackets should be in accordance with the nominal values informed by the manufacturers 10 .
It is important to highlight that there is a lack of studies in the literature analyzing preadjusted bracket precision. Thus, the goal of this study was to perform this verification, by measuring a sample of brackets of various commercial brands. The number of brackets was established by indication of a statistic, so that the number of repetitions would allow for greater reliability of the mathematical tests and would contribute effectively with precise information to orthodontists and manufacturers.
With regard to the methodology, various possibilities were investigated. Some authors that studied orthodontic materials developed mechanical devices to conduct their researches 8, 19, 20 . Others used computerized systems 7 or graphic computation systems (CAD) 14 . Nevertheless, optical microscopy was frequently involved 3, 6, 15, 24, 30 . In view of this, to measure the torque of the brackets, the precision of the microscope was used in conjunction with digitization and image amplification technology. Thus, there would be precision added to visualization.
For being small parts, orthodontic brackets would be difficult to be handled by the operator. Thus, various templates were tested to handle the brackets, until one of them was as close as possible to the ideal. In principle, the brackets were immersed, in profile, in acrylic resin, but this material did not allow the brackets to be precisely adjusted. Furthermore, some brackets presented better finishing on one proximal surface than on the other, and if they were permanently fixed, it would limit observation to only one of its proximal faces. In view of this, acrylic plates with orifices filled with modeling clay were chosen as the template. Modeling clay was chosen as the method of fixation because of presenting an adequate consistency and less variation to thermal stimuli. The brackets were inserted in this template in profile, and adjusted so that the proximal surface would be parallel to the template base. Thus, the microscope would capture the image correctly. The real torque was then defined by the angle formed between the bracket base (Line B) and the bracket slot floor (Line C). The determination of the lines B and C was established by the current manufacture of brackets, which uses computer graphics (CAD) and computer systems (CAM) 18 . Table 3 shows the comparison between the torque values found and the MBT prescription values. Regarding the maxillary canines, it was found that Morelli brand presented statistically significant difference in relation to the expected torque value of -7º. For the mandibular canines (Table 4) , it was found that American Orthodontics and Ortho Organizer brands presented statistically significant difference in relation to the expected torque value of -6º, but with good means, in addition to low amplitudes, and therefore showed manufacturing standardization.
The comparison among the six commercial brands is shown in Tables 3 and 4 . Statistically significant differences were found only for the brackets of maxillary canines. In Tables 3 and 4 , for the maxillary canines, Mann-Whitney test with Bonferroni correction shows that the Morelli brand differed significantly from the other brands.
By the careful choice of material for this research, and by means of a methodology that allowed excellent visualization and measurement of the angles of torque, it was found that there is still a great deal to improve in the manufacture of these accessories. Few brands met the desired level of standardization. If the brackets do not present a high level of precision, there would be no reason for the orthodontist to use brackets with pre-adjustments in daily clinic. It is obvious that a good professional will know how to make additional bends in the wires, when they are required to improve the tooth positioning. However, Lawrence Andrews 1 (1989) and Mc Laughlin, Bennett and Trevisi 18 (2002) conducted studies to establish angles in the brackets in order to modernize and optimize the day-to-day clinic. Therefore, bends in the wires could be minimized if good materials were available to clinicians. It is believed that this study may warn orthodontists, and thus provide stimulus for improvements in the industrial sector. It is also hoped that further research involving orthodontic materials are conducted so that this consciousness raising becomes accentuated.
